A microfluidic droplet mixer is developed for rapid detection of Hg(II) ions. Reagent concentration and droplets can be precisely controlled by adjusting the flow rates of different fluid phases. By selecting suitable flow rates of the oil phase, probe phase and sample phase, probe droplets and sample droplets can be matched and merged in pairs and subsequently well-mixed in the poly (dimethylsiloxane) (PDMS) channels. The fluorescence enhancement probe (Rhodamine B mixed with gold nanoparticles) encapsulated in droplets can react with Hg(II) ions. The Hg(II) ion concentration in the sample droplets is adjusted from about 0 to 1000 nM through fluid regulation to simulate possible various contaminative water samples. The intensity of the emission fluorescence is sensitive to Hg(II) ions (increases as the Hg(II) ion concentration increases). Through the analysis of the acquired fluorescence images, the concentration of Hg(II) ions can be precisely detected. With the advantages of less time, cost consumption and easier manipulations, this device would have a great potential in micro-scale sample assays and real-time chemical reaction studies.
Introduction
The rapid development of industrialization, urbanization and human population results in a series of pollution problems. Representatively, industrial heavy metal pollutants, even in a very low concentration, bring adverse effects on the environment and also on human health [1] . Mercury (Hg) is one of the greatest dangers because it can easily pass though skin, respiratory, and gastrointestinal systems [2] . Concerns over the toxic side effects of mercury have persistently motivated the exploration for simple and fast detection of aqueous Hg(II) ions. Up to date, several classical techniques have been widely used to monitor concentration levels of mercury in water samples, such as atomic absorption spectroscopy (AAS) [3] , inductively coupled plasma-mass spectrometry (ICP-MS) [4] , atomic fluorescence spectrometry (AFS) [5] , and high performance liquid chromatography (HPLC) [6] . However, their excellent performance is achieved at the expenses of expensive instruments, complicated manipulations and time-consuming sample preparation processes. Over the past decades, with the advancement of various nanotechnologies, versatile biochemical sensors based on nanomaterials have been developed for Hg(II) ion detection [7] [8] [9] [10] [11] . Among them, gold nanoparticle (AuNP) is one of the most adopted probes to provide an alternative to conventional detection methods [12, 13] . Nevertheless, AuNP probe still faces limitations of large testing regent consumption, rough concentration control and unachievable in situ monitoring [14] .
Microfluidics, with advantages of miniaturization, high throughput and fast detection, meets the above challenges well [15] . Related works have demonstrated that various analytical procedures, such as the sample collection, sample pretreatment, analytical separations, reactions and detection, totally could be incorporated into microfluidic systems [16] . Hence, several groups have presented the detection of Hg(II) ions into microfluidic devices [17, 18] . As an important branch of microfluidics, droplet-based microfluidics own innate advantages in biochemical assays. The droplet is a separate, micro-sized reaction chamber, which makes it possible to minimize the energy consumption and the required reagents, and to better control the mixture/reaction parameters [19] [20] [21] [22] . While, to our best knowledge, there is little work on utilizing droplet-based microfluidic systems for Hg(II) ion detection.
Herein, we develop a simple, economic and miniaturized droplet-based microfluidic mixer for rapid detection of Hg(II) ions. In our device, droplet volume and reagent concentration can be precisely and continuously controlled by adjusting the flow rates. By selecting suitable flow rates, droplets could be merged and well-mixed in the Y-shape and S-shape channels. After optimizing the relative experimental conditions, fluorescence enhancement Rhodamine B-AuNP probe droplets are used to detect Hg(II) ions. On-chip manipulations allow the easy and automatic regulation of the size and concentration of droplets as well as the continuous in situ monitoring. This microfluidic droplet mixer device could also be used for rapid chemical synthesis and micro-scale sample assays.
Material and Methods

Microfluidic Device Design and Fabrication
As shown in Figure 1a , this microfluidic droplet mixer is mainly made of three parts: two flow-focusing droplet generators and a droplet mixer. One of the droplet generation parts contains an oil inlet, two reagent inlets, an S-shape reagent mixing channel and a flow-focusing orifice. For the other droplet generator, there is a reagent inlet, an oil inlet and a flow-focusing orifice. The width of oil and reagent inlet channels is at first 200 μm and 150 μm, respectively, and then all taper to 150 μm at the flow-focusing orifice. The downstream droplet mixer is mainly made of a 200-μm-wide channel with two 480-μm-wide elliptical fusing chambers, following the S-shape droplet mixing channel.
The microfluidic device (Figure 1b) was fabricated according to the standard soft lithography [23, 24] . First, the mold was fabricated on a silicon wafer with SU-82050 photoresist (Microchem, San Jose, CA, USA). Then, a poly (dimethylsiloxane) (PDMS, Component A-B ratio of 10:1, GE Toshiba Silicone, Charleston, SC, USA) layer could be casted from the mold and pinhole-punched and irreversibly bonded to a glass slide through oxygen plasma (Harrick Scientific, New York, NY, USA) treatment. Finally, the microfluidic chip was baked at 120 °C for 72 h to improve the hydrophobicity.
On-Chip Operation
To verify the controllability of aqueous solution concentration, blue food dye (Sinopharm Chemical, Shanghai, China) was used as a simulation model. The whole on-chip operation processes were observed and recorded by a digital charge coupled device (CCD, Olympus DP 72, Tokyo, Japan) mounted on an inverted fluorescence microscope (IX71, Olympus, Tokyo, Japan). The images were used for measuring the passing optical density or intensity by using Image-Pro Plus 6.0 software.
Blue food dye and deionized water (DI water, Direct-Q3, Millipore, Darmstadt, Germany) were injected into inlets B and C individually by two syringe pumps (TS2-60, Longer, Baoding, China) through polyethylene tubes. The two streams from B and C at first formed laminar flow in the Y-shape channel and then mixed in the following S-shape reagent mixing channel. The control of final concentration of the blue dye was carried out by changing the flow rates of blue dye and DI water. The oil phase was introduced into the chip through the two oil inlets, while DI water was injected into inlet A. Then the diluted blue dye was cut into droplets by shear forces from oil phase at the two flow-focusing junctions [25, 26] . By precisely controlling the flow rates of continuous phase and dispersed phase, blue dye droplets were arrayed between the DI water droplets in downstream fusing channel. Due to the velocity gradient in the expanded fusing chambers, blue dye droplets and DI water droplets were merged and then well-mixed in the PDMS channels.
Hg(II) Ion Detection
Preparation of Gold Nanoparticles
Gold nanoparticles (AuNPs) were synthesized by using the traditional Frens method [27] . Ten milliliters of trisodium citrate (38.8 mM) was added rapidly to 100 mL boiling HAuCl4 solution (1 mM), stirred and heated for 15 min until the color of mixture turned from light yellow to dark red. After cooling down at room temperature with stirring continuously, the solution was diluted with 5 mM sodium tetraborate (pH = 9.0) to form a solution of 6 nM AuNPs. Then, 2 μL Rhodamine B (RB) solution (2 mM) was added to 10 mL AuNPs solution (6 nM) and stirred for 2 h. After mixing with 0.5 mL 2,6-pyridinedicarboxylic acid (PDCA, 20 mM) to improve the selectivity for Hg(II) ions, the resulted solution could be used as a detection probe of Hg(II) ions. All the above chemical reagents were purchased from Sinopharm Chemical Reagent (Shanghai, China). Before the on-chip operations, the 
Results and Discussion
Concentration Control of Aqueous Solution
As shown in Figure 2a ,b, continuous food dye flow and water flow were merged in the Y-shape channel and mixed in the S-shape channel. Subsequently, the oil phase sheared the concentration-adjusted food dye phase to droplets (Figure 2c) . To test the mixing efficiency of two phases in the reagent mixing channel, five detection points (C1-C5) in the S-shape mixing channel were chosen for detecting whether two reagents were completely mixed (Figure 2b ). The corresponding optical density was measured by subtracting the background optical density from the reagent optical density. It can be seen in Figure 2d , at point C1, the distribution of optical density was very uneven. From C1 to C5, it got more and more smooth and steady. Finally, the results of optical density along the line perpendicular to channel were almost the same as C5, which meant the two reagents were completely mixed through the mixing channel.
The theoretical calculations were carried out as follows. The final concentration of well-mixed dye flow could be expressed as:
where Vo-f and Vb-f is the volume of original dye and water phase. Thus:
where Uo-f and Ub-f denotes flow rate of original dye and water phase, respectively. According to Equation (2), we could precisely adjust the final concentration of dye before droplet generation by changing the flow rates of original blue dye and DI water. In our experiments, we achieved the concentration of the mixed flow through an optic analysis of the acquired images. At first, the background signals were kept the same, and then the final concentration of dye flow could be detected by absorption percentage of light (API) at the end of reagent mixing channel, which could be given as:
where Ib-f, Io-f and Im-f is the optical intensity of background signal, original dye flow and detection region at the end of reagent mixing channel, respectively.
To confirm the final concentration of dye flow before droplet generation, different desired velocity ratios (VR) of original dye flow and water flow were provided and tested by the API. In theory, the API would be consistent with the VR. While two major reasons lead to the deviation between the fact API and VR (Figure 2e ), one is that Equation (3) ignored the curving of light through the channel wall, the other is software measurement error of the optical intensity [28] .
Droplet Generation and Fusion
Two kinds of droplets containing different components could be generated by the two individual flow-focusing channels. Dye droplets and water droplets were arrayed alternately along the channel before entering fusing chambers, which could prevent unwanted multiple droplets fusing (Figure 3a) . Then droplets were merged in the fusing chambers caused by the fusion chambers expansion (Figure 3b ). After that, fused droplets were directed to S-shape droplet mixing channel (Figure 3c ). To verify the good efficiency of mixing two components inside droplets through mixing channel, three optical density detection points of droplets (D1-D3) were measured. As shown in Figure 3d , distribution of optical density in D1 was uneven, while in D3, it was almost even, which meant the two phases inside fused droplets were mixed completely after passing through the mixing channel.
It can be seen in Figure 4a ,b that droplet volume could be precisely controlled by adjusting the flow rates. At the same time, the food dye concentration of merged droplet also changed with the droplet volume, which could be given as:
where Vo-d is volume of original dye droplet, Vb-d is volume of water droplet. In addition, the concentration of the mixed droplet could be detected directly by the API analysis:
where Ib-d, Im-d, Io-d are average optical intensity of background signal, the detection region of mixed droplet and original dye droplet, respectively. To confirm the concentration of blue dye inside the mixed droplet, droplet teams with different VR were provided by adjusting the flow rates of oil and reagents. Then, they were examined by the API method, which were consistent with VR basically (Figure 4c ) and the slight deviation is on account of the light curving over the boundary of droplets and software measurement error [25] . 
Hg(II) Ion Detection
After verifying the experimental feasibility of the droplet generation and fusion, we used this microfluidic device to detect Hg(II) ions. At first, 0.5% bovine serum albumin (BSA, Sigma-Aldrich, St. Louis, MO, USA) solution was introduced into the channels for 30 min to suppress reagent adsorption. Then, mineral oil, the detection probe, 1000 nM HgCl2 and DI water were introduced into the two oil inlets, inlet A, B and inlet C, at the flow rates of 140 μL/h, 20 μL/h, 5 μL/h and 15 μL/h, respectively. After HgCl2 and DI water streams mixed well in the S-shape channel, the concentration of Hg(II) in HgCl2 droplet was 250 nM. Probe droplets and HgCl2 droplets were merged in the expanded merging chambers and well-mixed in the S-shape droplet mixing channel. Fluorescence of merging droplets was detected in the detecting channel. Figure 5a illustrated the fluorescence image of the probe droplets, in which very weak fluorescence was observed, which indicated the fluorescence of RB had been strongly quenched by AuNPs. When the Hg(II) ion droplet and probe droplet were mixed, as shown in Figure 5b , a much stronger fluorescence was observed (with the same exposure time). The reason is as follows: fluorescence emission of RB-AuNPs is sensitive to Hg(II) ions, once the probe droplet in which the fluorescence of RB has been quenched by AuNPs and the 250 nM Hg(II) ion droplets are mixed with each other, there is a clear enhancement of the fluorescence in the mixed droplet region. The concentration of Hg(II) ion in HgCl2 droplet could be controlled by changing the flow rates of HgCl2 from inlet B and DI water from inlet C. Fixing the flow rates of the detection probe and oil phase, we adjusted the flow rates of DI water and HgCl2 to get HgCl2 droplets with the same size but different concentration of Hg(II) ions. Then, the flow rate of HgCl2 was increased to 20 μL/h, while the flow rate of DI water was decreased to 0. Thus, the DI water phase would not dilute the HgCl2, and the final concentration of Hg(II) ions in droplets was almost 1000 nM. It could be seen in Figure 5c that once the probe droplet and the 1000 nM Hg(II) ion droplet were mixed, a higher increase of the fluorescence brightness in the mixed droplet region could be observed comparing to the probe droplet exposed to the 250 nM Hg(II) ion droplets. Furthermore, the Hg(II) ion concentration in droplets was precisely adjusted from 0 to 1000 nM by changing the corresponding flow rates. The luminescent probe droplets were observed by a fluorescence microscopy and captured by a high speed CCD. Subsequently, the fluorescence intensity of the mixed droplets was quantitatively measured by analyzing the captured images using Image-Pro Plus software. As shown in Figure 5d , the intensity of the emission fluorescence was sensitive to Hg(II) ions and increased as the concentration of Hg(II) ions increased from 0 to 500 nM. Once the concentration was greater than 500 nM, the sensitive degree was reduced greatly. Hence, by determining the emission fluorescence intensity, the unknown Hg(II) ion concentration could be precisely calculated in a certain range of 0-500 nM. The droplet-based on-chip operations solved the challenges posed by other methods, such as large testing regent consumption, rough concentration control and unachievable in situ monitoring. 
Conclusions
The newly designed microfluidic device provided a methodology for the droplet-based chemical synthesis. Two individual flow-focusing channels played important roles in preventing the undesirable reaction before droplets fusion, which also allowed easy adjustment of the reagent concentration. The subsequent experiments demonstrated that, by adjusting the corresponding flow rates, suitable-concentration and -size droplets could be generated, merged and well-mixed in the PDMS channels. After optimizing the relative experimental conditions, the fluorescence enhancement of droplets was successfully used to detect Hg(II) ions in sample droplets by mixing with probe droplets (RB-AuNPs). The unknown Hg(II) ion concentration could be precisely detected by determining the emission fluorescence intensity. Our microfluidic droplet mixer could have a great potential for rapid chemical synthesis or micro-scale sample assays.
